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TECHNOLOGY STATUS EVALUATION REPORT

Minimizing occupational hazards in endoscopy: personal protective
equipment, radiation safety, and ergonomics
The ASGE Technology Committee provides reviews of
xisting, new, or emerging endoscopic technologies that
ave an impact on the practice of GI endoscopy. Evidence-
ased methodology is used, by using a MEDLINE literature
earch to identify pertinent clinical studies on the topic
nd a MAUDE (U.S. Food and Drug Administration Cen-

er for Devices and Radiological Health) database search
o identify the reported complications of a given technol-
gy. Both are supplemented by accessing the “related ar-
icles” feature of PubMed and by scrutinizing pertinent
eferences cited by the identified studies. Controlled clini-
al trials are emphasized, but in many cases, data from
andomized, controlled trials are lacking. In such cases,
arge case series, preliminary clinical studies, and expert
pinions are used. Technical data are gathered from tra-
itional and Web-based publications, proprietary publi-
ations, and informal communications with pertinent
endors.
Technology Status Evaluation Reports are drafted by 1

r 2 members of the ASGE Technology Committee, re-
iewed and edited by the committee as a whole, and
pproved by the Governing Board of the ASGE. When
nancial guidance is indicated, the most recent coding
ata and list prices at the time of publication are provided.
or this review, the MEDLINE database was searched
hrough August 2009 for articles related to personal pro-
ection equipment by using the key words “personal pro-
ection equipment” (exp Protective Clothing/ or exp Pro-
ective Devices/ or exp Masks/ or exp Occupational
xposure/’’) “infection control” paired with “Endoscopy.”
or the radiation section, the following key words were
sed: “radiation and endoscopy,” “radiation and ERCP,”
nd “radiation safety.” For the ergonomics section, the
ollowing key words were used: “ergonomics of endos-
opy,” “endoscopist injury,” “medical ergonomics,” “en-
oscopy and musculoskeletal strain,” “musculoskeletal in-

ury and endoscopists,” “occupational diseases and
ndoscopy,” “cumulative trauma disorder and endos-
opy,” “repetitive strain injury and endoscopy.”
Technology Status Evaluation Reports are scientific re-

iews provided solely for educational and informational
urposes. Technology Status Evaluation Reports are not

opyright © 2010 by the American Society for Gastrointestinal Endoscopy
016-5107/$36.00

oi:10.1016/j.gie.2010.01.071

ww.giejournal.org V
rules and should not be construed as establishing a legal
standard of care or as encouraging, advocating, requir-
ing, or discouraging any particular treatment or payment
for such treatment.

BACKGROUND

Personnel performing or present during GI endoscopy
and individuals handling endoscopy equipment are ex-
posed to many potential hazards. These include body fluid
and chemical exposures, laser and radiation exposure, and
musculoskeletal injuries. Protection for the endoscopic
staff exposed to these hazards can best be accomplished
by consistent application of safety practices. Regulatory
guidelines established 2 by Occupational Safety Health
Administration (OSHA) requires employers to evaluate the
risk potential of each task, provide training and the nec-
essary protective equipment and apparel, and ensure their
appropriate use to protect employees from exposure to
harmful substances and potentially infectious materials.1

There are no endoscopy-specific requirements that have
been published. The Centers for Disease Control and Pre-
vention (CDC) provides guidance for the selection and use
of personal protective equipment (PPE) (Table 1).2 The
Joint Commission on Accreditation of Healthcare Organi-
zations does not have endoscopy-specific requirements
but bases its standards on CDC guidance requiring a facil-
ity to have written infection prevention and control goals.
The facility must implement these prevention measures
and use standard precautions, including the use of per-
sonal protective equipment, to reduce the risk of
infection.3

Infection control during GI endoscopy including the
reprocessing of endoscopes and transmission of microor-
ganisms by endoscopy has been reviewed in a separate
American Society for Gastrointestinal Endoscopy practice
guideline.4 Another recent joint society guideline reviews
radiation safety concerns for patients.5

TECHNICAL CONSIDERATIONS

PPE
PPE refers to a variety of barriers used alone or in

combination to protect the skin, mucous membranes, air-
ways, and clothing from contact with blood-borne patho-

gens and other potentially infectious materials (OPIMs).2
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PIM relevant to GI procedures include saliva, gastric and
ancreaticobiliary secretions, feces/colonic effluents, and
scitic fluid. PPE includes specialized gowns or aprons,
loves, masks, respirators, goggles, and face shields. It is
mportant to note that general work clothes (uniforms,
ants, shirts, surgical scrubs, lab coats) or personal cloth-

ng not intended to function as protection against a hazard
re not considered PPE.

Universal precaution recommendations are now en-
ompassed within and redefined as standard precautions
hat assume that every patient is potentially infected with
n organism that could be transmitted in the health care
etting. Consequently, infection control practices are nec-
ssary during the delivery of health care to all individuals.2

Gowns are recommended to protect the skin and cloth-
ng from contamination with blood and OPIMs during
rocedures. Recent testing standards (Association for the
dvancement of Medical Instrumentation PB70) provide
n objective measure of liquid barrier performance of
owns and their level of protection.6 Adopted by the U.S.
ood and Drug Administration (FDA) as a standard for
roduct testing, this classification system determines 4

TABLE 1. Safety measures for endoscopists
and assistants

Safety feature
Level of

recommendation

PPE OSHA required*/CDC
recommended†

Gowns

Gloves

Eye protection/face shields

Masks/face shields

Radiation safety

Lead aprons Required‡

Thyroid shields/leaded
eyeglasses

Optional‡

Ergonomics

Adjustable monitor height Optional

Adjustable procedure
table height

Optional

Two-piece lead aprons Optional

CDC, Centers for Disease Control and Prevention; OSHA,
Occupational and Safety Health Administration; PPE, personal
protective equipment.
*OSHA regulation 1910.1030(d)(3)if potential for exposure to blood-
borne pathogen or OPIM from splashes, spray, spatter, or droplets.1

†CDC recommends features of PPE and process for use in care
settings with blood borne pathogen or OPIM exposure anticipated.2

‡Regulated by individual state agencies.
evels of fluid resistance from level 1 (least protective) to
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level 4 (most protective, fully impervious surgical gown).
Any gown not classified at least as level 1 is deemed
nonprotective. For most surgical procedures, at least an
Association for the Advancement of Medical Instrumenta-
tion level 3 has been recommended by several manufac-
turers. As a consequence of possible heavy exposure to
fluid in endoscopic procedures and a significant potential
for fluid penetration of the gown, a higher level of pro-
tection (level 3 or higher) against moderate to heavy fluid
contact is advisable. Both disposable and reusable gowns
are available (Table 2). Disposable gowns may be made of
plastic, paper, or a composite. Reusable gowns are usually
made of fabric that is laundered between uses, although
they are limited by a finite number of washings before the
barrier is no longer effective.

Gloves should be worn during all procedures, handling
patient care equipment, or touching contaminated envi-
ronmental surfaces.7 Among the factors in selecting gloves
are barrier properties, patient allergies, staff allergies/
sensitivities, comfort, and tactile sensitivity. Prolonged use
of latex gloves may cause skin sensitivity, contact derma-
titis, or de novo latex allergy.8 Synthetic nonsterile dispos-
able gloves are available in materials such as nitrile (Table
2). Vinyl gloves have a higher failure rate in clinical set-
tings so they are not recommended by the CDC.2 Because
gloves may leak even without obvious damage, hand
hygiene should always be performed immediately after
removing PPE. The FDA provides guidance on minimum
safety requirements for medical gloves.9 This includes in-
structions for 510k specifications and the distinctions re-
quired for medical examination gloves, chemotherapy
gloves, and surgeon’s gloves. Because sterility is not re-
quired, most gloves used for PPE in endoscopy are med-
ical examination or chemotherapy gloves.

In addition to the risk of direct splash to the eye, both
conjunctivitis and systemic infection can also occur from
touching the eyes with contaminated fingers or other ob-
jects.10,11 Protective eyewear must meet certain minimum
requirements under the OSHA standard. They should be
designed to provide adequate protection against the par-
ticular hazards to which the employee is exposed. Eye
protection must be comfortable, allow for sufficient pe-
ripheral vision, and must be adjustable to ensure a secure
fit. It may be necessary to provide several different types,
styles, and sizes to properly fit all endoscopy staff. Appro-
priately fitted, indirectly vented goggles or face shields
with antifog coating provide the most reliable practical eye
protection from splashes, sprays, and respiratory droplets
likely to be encountered in GI endoscopy (Tables 1 and 2).
An antifog feature improves the visual clarity. Personal
eyeglasses and contact lenses are not considered adequate
protection.

The mucous membranes of the mouth, nose, and eyes
may act as portals of entry to infectious agents. The skin
may also act as a portal when its integrity is compromised

by trauma or disease (eg, acne, dermatitis). Masks should
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TABLE 2. Representative PPE products

PPE Manufacturer Features*
Price range per

unit ($)†

Gowns Busse (Hauppauge, NY) Spunbonded polypropylene gown, repellent fluids,
full or open back

0.90-1.20

Cardinal Health (Dublin,
Ohio)

SMS isolation gowns, fluid resistant 2.30-3.20

Kimberly-Clark (Dallas,
Texas)

Impervious gowns, universal size, plastic film, open
back with thumb hooks,

1.60-4.40

McKesson (San
Francisco, Calif)

Impervious gown, blue, universal, performance
backless, splash resistant, slips over head

0.89-1.86

Medline (Mundelein, Ill) Coated polypropylene or SMS material, nonsterile,
open- or closed-back gowns, thumb loop or elastic
wrists

1.20-1.30

Owens & Minor
(Richmond, Va)

Fluid-resistant gowns, heavier weight SMS gown 0.92

Regional vendors Reusable composite fabric procedure gown 1.20-2.20‡

Eye protection DeRoyal (Rose Hill, Va) Protective glasses, wraparound, antifog and static,
replacement lenses

1.16

Fisher (Pittsburgh, Pa) Protective glasses, lightweight, disposable 1.52

Kimberly-Clark Protective eyewear, disposable or reusable, frames,
shields, replacement lenses

1.70-21.20

Uvex (Fuerth, Germany) Goggles, clear lens polycarbonate, disposable or
reusable

2.04-29.00

Face shield DeRoyal Antifog face shield, antiglare, vented foam, Velcro
strap

3.28

Kimberly-Clark Fog-free face shield, wraparound design, full facial
coverage

2.40-2.70

Medline Disposable face shield, band and contoured foam 1.63-1.85

Masks Cardinal Health Splash-resistant procedure mask, ear loops, fog
free

0.30-1.00

Kimberly-Clark Tie-on mask, pleated with ear loops, with and
without shield, fog-free with visor

0.19-1.19

McKesson Yellow procedure mask, ear loops 0.30-1.02

Molnycke (Norcross, Ga) Filtered mask, ear loop 0.26-1.58

Gloves Cardinal Health Nitrile or latex examination gloves, powder or
powder free, microtextured, emollient coating

0.08-0.30

Kimberly-Clark Purple nitrile examination gloves or latex, extra-
long 12-inch length, sterile and nonsterile

0.09-2.62

Medline Synthetic, nitrile examination gloves 0.06-0.09

McKesson Latex or nitrile, powder-free examination gloves,
texture

0.06-0.12

Microflex (Reno, Nev) Supersoft nitrile formulation, extended cuff 0.09-0.27

Molnycke Sterile, nonlatex or latex, powder free 2.63

PPE, personal protective equipment; SMS, Spunbond-Meltblown-Spunbond nonwoven material.
*Because of the extensive number of products in the market, prices and features available in some products are for general reference only.
†Prices obtained from a survey of vendors (August to October 2009). Pricing may vary based on local contracts.

‡Rent per gown per week.
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ully cover the nose and mouth to prevent fluid penetra-
ion and need to be used in combination with goggles.
here are 2 types of masks available: surgical masks and
rocedure (isolation) masks. Only surgical masks are reg-
lated by the FDA and are required to have fluid-resistant
roperties. Because procedure masks are not evaluated by
he FDA, there may be significant variability in their pro-
ective performance. Masks are available in a variety of
aterials and shapes (molded and nonmolded) (Table 2).
fluid shield layer may be present to improve fluid resis-

ance. Masks may be secured in different ways such as
ead ties, elastic head bands, and ear loops. Some masks
ay still contain latex. Face shields (disposable or nondis-
osable) that attach to the forehead and extend down to
over the eyes, face, nose, and mouth are an alternative to
oggles and masks. However, masks with attached small
ye shields extending upward should not be relied on as
ptimal eye protection.12

The CDC recommends that the provider remove PPE
nd perform hand hygiene before leaving the procedure
oom.2 Keeping in mind that the outside of gloves, gog-
les, face shields, and gowns are contaminated, the CDC
as a recommended sequence for removing PPE.13 First,
emove the gloves and discard. Second, remove the gog-
les by the ear pieces (or face shields by head band).
hird, unfasten the gown ties and pull it away from neck
nd shoulders and discard. Last, remove the mask by
nfastening the bottom and then the top ties or elastics
nd discard. Gowns should be removed after each proce-
ure and not reused. Furthermore, the CDC provides in-
tructional material such as posters and videos that dem-
nstrate the sequences for donning and removing dirty
owns and other PPE.13

This PPE should also be worn by personnel responsible
or endoscope and device disinfection. Individual high-
evel disinfection agents are associated with a different
otential for toxicity, and personnel should be provided
anufacturer’s handling instructions. During the early
hases of equipment reprocessing, care should be taken
o avoid aerosolization of these agents, some of which can
ause skin and mucous membrane irritation or allergic
eactions in staff and patients.

adiation Safety
The use of fluoroscopy to aid endoscopic procedures,

ncluding ERCP and other interventional procedures,
laces both the patient and the endoscopy staff at risk of
adiation-induced injury.14,15 A person’s biological risk (ie,
he risk that a person will experience adverse health ef-
ects from an exposure to radiation) is measured by using
he conventional unit rem (radiation equivalents in man)
r the SI unit equivalent called the sievert, where 1 Sv �
00 rem. Estimates of radiation exposure to endoscopy
taff vary, but it should be noted that radiation exposure is
umulative over time. In a recent small study of 66 proce-

ures, the estimated annual whole-body effective dose
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equivalent received by the endoscopists ranged between
3.35 and 5.87 mSv.16 This dose is thought to be within
safety limits for radiation exposure to personnel. The In-
ternational Commission on Radiologic Protection has clas-
sified radiation exposure as low (�3 mSv per year, which
is the background level of radiation from natural sources
in the United States), moderate (3-20 mSv per year, which
is the upper annual limit for occupational exposure for
at-risk workers averaged over 5 years), or high (�20-50
mSv per year, the upper annual limit for occupational
exposure for at-risk workers in any given year).17 For
diagnostic x-ray use in the United States, regulations re-
lated to monitoring annual exposure limits of health care
personnel are established by state agencies.

Exposure of endoscopy staff to radiation can be limited
by using several techniques. The first and most obvious
step is to limit the time of application of radiation to the
patient. Others include appropriate shielding and increas-
ing the distance of the staff from the radiation beam.
Hospital credentialing programs with periodic updates for
medical staff using fluoroscopy are important to educate
the clinician on the appropriate and safe use of fluoros-
copy for the patient and endoscopy unit personnel.

The overriding principle for the use of fluoroscopy in
the endoscopy suite is guided by the concept of ALARA or
to use radiation doses “as low as reasonably achievable.”
Preset audible alarms at fixed intervals can be used as a
reminder of total fluoroscopic time. Fluoroscopy units are
generally stationary dedicated units or mobile C-arm units,
and the latter have been associated with higher radiation
exposures. All modern fluoroscopy equipment comes
with a last image hold feature. This feature retains the last
fluoroscopy frame on the monitor and therefore lessens
the need for continued fluoroscopy. The use of pulsed
fluoroscopy with the pulse rate set as low as practical
provides a significant reduction in the absorbed dose.18

Endoscopists should minimize use of the boost and mag-
nification modes during fluoroscopy and should collimate
down to the anatomic region of interest. In addition, de-
termining the areas to be imaged before irradiation can
reduce unnecessary panning. Advances in imaging such as
EUS and MRCP have reduced the need for diagnostic ERCP
studies and may be alternatives to help reduce the expo-
sure of both patients and endoscopy staff to radiation.

The primary source of radiation to endoscopy person-
nel is from radiation scattered from the patient. Positioning
one as far away from the patient as possible is essential in
limiting exposure. If an endoscopy staff member is stand-
ing 1 m from the patient, the radiation exposure for that
individual is 1/1000 the patient’s exposure. For radiation
from a point source, exposure of an individual decreases
by the inverse square of the distance from the source. If
the endoscopist moves twice as far away from the radia-
tion source, the radiation exposure will approximately
drop by a factor of 4. When fluoroscopy is in use, a

warning light outside the fluoroscopy room should come
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n to alert individuals not to enter the room. There are no
pecific design specification recommendations for endo-
copic fluoroscopy rooms as opposed to other x-ray
ooms.

Shielding is required for all staff in the fluoroscopy unit
Table 1). Aprons containing lead shielding 0.5 mm thick
re standard in most fluoroscopy units and block more
han 90% of scattered radiation. When procedures are
erformed that require individuals to turn away from the
adiation source, wraparound lead aprons should be used.
ightweight 2-piece aprons transfer half to the weight to
he user’s hips, decreasing the strain on shoulders and
ack. Newer lead aprons include thyroid protection as
art of the apron. Lead aprons should be hung vertically to
revent cracks and tested radiographically for defects on
n annual basis.19,20 Optically clear lead glasses can reduce
he operator’s eye exposure by 85% to 90%. There are no
andatory requirements for either thyroid shields or

eaded glasses, although many recommend the thyroid
hield routinely and leaded glasses for individuals with
igh case loads.14 Lead skirts covering the operator side of
he fluoroscopy unit may provide added protection. Stand-
lone mobile shields have been introduced in some en-
oscopy units to further reduce exposure.

Exposure detection programs are an important compo-
ent of radiation safety. Although there may be institu-
ional variation, a radiation-exposure dosimeter (ie,
adge) should be worn exterior to lead shielding at collar
evel.14 If a second badge is worn, it should be worn at
aist level underneath the lead apron. The collar dosim-
ter gives a good estimate of neck and head exposure but
verestimates whole-body dose. Similarly, the dosimeter
nder the apron at waist level underestimates the whole-
ody dose. Each staff member should receive a regular
eport of radiation exposure. An unexpected increase in
xposure should prompt an investigation to determine the
ause of the aberrant values.

There are unique aspects in the radiation safety for
regnant personnel. There are no mandatory require-
ents for pregnant individuals to avoid fluoroscopy, and

eporting pregnancy to a radiation safety officer is volun-
ary. State regulations generally recommend limiting the
ose to the fetus to 500 mrem over the entire gestation. A
econd dosimeter is often worn under the lead apron in
regnant personnel to help monitor fetal exposure, and
lm badges should be monitored monthly. Maternity-style
ead aprons are commercially available.

rgonomics
Ergonomics is the study of workplace design. The goal

f ergonomics is to optimize the interaction of the opera-
or with his or her tools, work tasks, and workplace to
inimize injury and maximize efficiency.21 Risk factors for
ork-related strain injury include repetition, prolonged
wkward postures, high forces, contact stress, and vibra-

ion.22 Importantly, GI endoscopy involves many of these

ww.giejournal.org V
risk factors, with repeated pinching or gripping of the
endoscope and pushing, pulling, and torquing of the in-
sertion tube in potentially awkward postures.

Gastroenterologists spend 43% of their time performing
endoscopic procedures and perform an average of 12
EGDs and 22 colonoscopies per week.23,24 The need for
ergonomic evaluation is paramount, considering studies
highlighting overuse injuries in endoscopists. Survey-
based studies have estimated a prevalence of musculo-
skeletal symptoms ranging from 37% to 89%.25-32 Pain in
the thumb, hands, neck, and back were most commonly
reported,25,27-31 and, not surprisingly, the risk of injury
seems to be related to procedure volume.25,29,30,32 Poten-
tial mechanisms of injury include the repetition, poten-
tially high forces, and sustained awkward postures asso-
ciated with GI endoscopy. Studies measuring forces
during colonoscopy have demonstrated high peak forces,
especially during colonoscope insertion, which may reach
levels associated with an increased risk of injury to the
thumb and wrist.33-36 A quantitative analysis of these risk
factors and the potential for upper extremity biomechani-
cal overload was recently conducted by using the Occu-
pational Repetitive Actions (OCRA) index in 6 Italian en-
doscopists.37 The OCRA index is an ergonomic risk-
assessment tool that considers all repetitive tasks in a work
cycle and stratifies the risk of injury into 3 levels: green (no
risk), yellow (low risk), and red (risk).38 The 6 endosco-
pists were evaluated during 2 different insertion methods:
1-person versus 2-person endoscopy. For all procedures,
the endoscope was held by the subject’s left hand, and the
right hand was used to turn the dials. This study found
slight exposure levels (OCRA scale � green-yellow, no or
low risk) for the left upper limb and medium to high
exposure levels (OCRA scale � red, risk) for the right
upper extremity, with no difference in risk between
1-person and 2-person endoscopy. A concomitant survey
assessing the prevalence of diagnosed upper extremity
disorders found that 40% of 88 surveyed endoscopists had
already had a diagnosis of an upper extremity disorder,
mostly in the hand-wrist area. Used as a prediction tool,
the OCRA index estimates that after 10 years of exposure,
approximately 10% of endoscopists would be expected to
have an upper extremity musculoskeletal disorder.37

Clearly, basic ergonomic principles should be incorpo-
rated into the practice of endoscopy. One important ergo-
nomic principle is the maintenance of neutral postures,
which allows for maximal force production with minimal
energy expenditure.21 To achieve neutral postures, the
workplace should be designed with enough flexibility to
fit the majority of the demographically diverse population
of gastroenterologists. One route to this goal would be
through the application of anthropometry, which is the
study of human dimensions, to the design of the endos-
copy suite. In general, the workplace should accommo-
date the fifth percentile female to the 95th percentile

male21 (Table 1).
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The first step is assessment of the changeable elements
n the workplace environment. The main determinants of
pper body posture in the endoscopy suite are the loca-
ions of the monitor and the patient in relation to the
ndoscopist. To neutralize neck and back postures, the
onitor should be located directly in front of the endos-

opist. The monitor height should be adjustable to accom-
odate the height of the endoscopist and his or her pre-

erred viewing distance. The optimal viewing angle is 15 to
5 degrees below the horizon of the eyes,21 and thus the
onitors should be placed with the middle of the screen at
r below eye level. The optimal monitor distance has not
een formally studied in GI endoscopy, but will depend
n monitor size, image clarity, and endoscopist prefer-
nce39 and has been estimated to be between 52 and 182
m (20.5-63.8 inches).40 Monitor booms and mobile stands
acilitate flexible positioning. To accommodate the opti-
al viewing angle and the range of monitor distances for

he fifth percentile female and the 95th percentile male eye
eight, the center of the monitor should be adjustable
etween 93 and 162 cm (36.6-63.8 inches) above the
oor.40 The procedure table should also be adjustable to
llow for neutral elbow, shoulder, and back postures.
ptimally, the endoscope insertion tube should be held
y the right hand between elbow height and 10 cm below
lbow height.40 This will minimize forward flexion of the
runk and abduction of the right shoulder. To accommo-
ate the fifth percentile female to the 95th percentile male
lbow height, the procedure table should be adjustable
etween 85 and 120 cm (33.5-47.2 inches).40

Equally important to thoughtful workplace design is
ptimizing the interaction between the gastroenterologist
nd the endoscope. EGD is inherently shorter in duration
elative to other endoscopic procedures.41 The short du-
ation of EGDs minimizes the exposure of the endosco-
ists to significant loads. Colonoscopy with or without
iopsy is typically longer in duration and requires more
ime to advance and withdraw the instrument compared
ith EGD.41 The repetition and potential for high forces
hile maneuvering the colonoscope tip can lead to over-
se injury. The left hand is active in gripping the control
ection of the colonoscope, the left thumb is active in
urning the dials of the colonoscope, and the left wrist is
mportant in stabilizing the control section. The right hand
inches or grips the insertion tube, and the right arm is
ctive in pushing, pulling, and torquing the colonoscope.
revious studies have demonstrated the potential for in-

ury to the left thumb, right thumb, and left wrist during
olonoscopy.35,42 Currently, there are limited options to
educe hand or wrist loads during endoscopy. A technique
alled the “left hand shaft grip” has been described to
rovide assistance to the left thumb during sharp turns or
ifficult polypectomies.43 Recognizing muscle fatigue and
llowing for adequate break times are important to allow
he muscles to rest.21 Changes in endoscope design offer

heoretical advantages, and new ergonomically favorable
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endoscopic devices are currently under development.44

Many of these new technologies would eliminate the need
for an endoscopist to maneuver the colonoscope through
the colon because it is self-propelled and either self-
navigating or guided by a joystick.44-47 However, most are
not yet commercially available.

More advanced endoscopic procedures also confer risk
to the operator. For example, ERCP, which already in-
volves the risk factors associated with upper and lower
endoscopy, contains an additional load on the left thumb
because of the elevator. Furthermore, the ERCP operator is
burdened with an increase in static load on the neck,
shoulders, and back because of the use of lead aprons,
which can weigh as much as 9.1 kg and can apply a load
of approximately 2068 kPa (300 lb per square inch) in the
intervertebral disc space.31 The use of lead aprons has not
been systematically studied in ERCP, but a 2-piece lead
apron offers a theoretical advantage because the load can
be more evenly distributed between the spine and pel-
vis.40 Similarly, echoendoscopes may be associated with
increased rates of overuse injury. The older mechanical
echoendoscopes have their motor mounted on the control
handle. These models are therefore significantly heavier
than electronic echoendoscopes (weight of control section
approximately 0.9 vs 0.5 kg, respectively) and will expect-
edly produce an increased static load on the left hand and
wrist.40 Static loading will lead to decreased muscle per-
fusion and accumulation of lactic acid, which can lead to
muscle fatigue and pain.48 Thus, whenever possible, elec-
tronic echoendoscopes should be favored over the older
mechanical echoendoscopes. Balloon-assisted enteros-
copy is also associated with prolonged procedure times
and extensive right arm repetitive maneuvers and may
predispose the endoscopist to injury.

Even with optimal monitor and bed heights, the static
standing posture during endoscopy can be problematic.
Survey-based studies have reported discomfort in the feet,
legs, and back that respondents have attributed to pro-
longed standing.28,30 Cushioned mats are thought to de-
crease standing fatigue by causing minor postural instabil-
ity, leading to subtle movements of the muscles that can
increase blood flow to the legs, and are often recom-
mended in standing workplaces, especially for jobs requir-
ing prolonged standing on hard surfaces.49,50 Mats need to
be easily cleaned or disposable given the types of proce-
dures frequently performed in GI endoscopy and should
be slip resistant to minimize risk of falls.49 Cushioned
insoles provide another option to improve comfort from
prolonged standing.

INDICATIONS AND EFFICACY

The intent of OSHA is to guide the correct use of PPE
for each anticipated exposure. CDC documents provide
guidance on the selection, use, and removal of PPE.2,13
Currently, there are no guidelines for PPE use specific for
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I endoscopy, but given the inherent risk of splashes or
pattering of OPIM or blood during endoscopy, PPE
hould be used based on OSHA and CDC standards (Table
). It is up to individual institutions to assess the risk of
xposure, select appropriate PPE, provide appropriate
raining, and monitor compliance in their use.

As noted previously, standard precautions assume that
lood and body fluid of any patient could be infectious,
nd PPE is indicated whenever there is a potential for
xposure. The CDC recommends that under Standard Pre-
autions: “Gloves should be used when touching blood,
ody fluids, secretions, excretions, or contaminated items
nd for touching mucous membranes and non-intact skin.
gown should be used during procedures and patient

are activities when contact of clothing and/or exposed
kin with blood, body fluids, secretions, or excretions is
nticipated. Mask and goggles or a face shield should be
sed during patient care activities that are likely to gener-
te splashes and sprays of blood, body fluids, secretions,
r excretions.”2 Based on these principles, it is recom-
ended to use appropriately fitted gloves, gowns, masks,

nd goggles or a face shield when performing GI endos-
opy. Surveys among endoscopy personnel suggest low
se of these important safety measures. Less than half of
astroenterologists reported that they always complied
ith universal precautions.51 However, mucocutaneous
xposures occur more frequently during endoscopy than
s usually appreciated by the endoscopist. In 1 study, there
as a reported 9.5% splash rate to the skin of the face,

orearms, and feet and 4.1% to the eyes.11

Lead aprons are indicated for all individuals in the
rocedure room when fluoroscopy is performed. There
re few studies examining specific measures to reduce
adiation exposure during GI endoscopy. Studies have
emonstrated that recording total procedure radiation ex-
osure times is associated with a reduction in fluoroscopy
ime.52 In another study of 199 ERCPs, limiting x-ray ex-
osure to 3-second intervals compared with continuous
xposure was associated with a 16.4% decrease in fluo-
oscopy time.53 Although not required in most states, the
dded protection of a thyroid guard has been shown to
educe the total body effective dose by 46% per year.54 In
ddition, free-standing mobile radiation shields have also
een shown to reduce radiation exposure by more than
0%.55,56

The ergonomic measures to reduce injury are based on
echanical principles of musculoskeletal strain, and stud-

es examining the outcome of select measures are limited.
o studies have evaluated interventions to reduce the risk

actors associated with repetitive strain injury in GI endos-
opy. However, general workplace interventions have
een evaluated in the ergonomics literature. For instance,
uring ERCP, 2-piece lead aprons offer a theoretical ad-
antage. In a pilot study with a crossover design, 5 radiog-
aphers compared 2-piece, 1-piece, and 1-piece lead

prons with a waist belt. The 1-piece lead apron was
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associated with significantly more discomfort in the neck
and low back compared with the 2 other lead aprons.57 A
biomechanical analysis of a radiologist wearing a 15-lb
1-piece lead apron demonstrated a force of 300 lb per
square inch on the low back, which was reduced by 80%
with the use of a 2-piece lead apron.58 For floor antifatigue
mats, previous studies have demonstrated that subjective
ratings of fatigue and discomfort in the lower extremities
and back are improved with the use of softer flooring.59

However, there is no objective evidence of the benefit of
softer flooring as measured by changes in electromyo-
graphic muscle tone, leg volume, and postural move-
ments.59 Similarly, insoles have been associated with sub-
jective improvements in comfort and fatigue, suggesting a
possible benefit, but no objective benefit has been consis-
tently demonstrated.50,59 In fact, antifatigue mats and in-
soles have not been evaluated in endoscopy, and several
factors need to be considered that are specific to the
endoscopy suite. Compression stockings, which have
been shown to reduce edema and improve subjective
symptoms of discomfort in subjects with chronic venous
insufficiency and in healthy females, can be considered
during prolonged standing.60,61

FINANCIAL CONSIDERATIONS

It is the health care facility’s responsibility to provide
PPE and to ensure its appropriate use at no cost to the
employee. Failure to comply with these OSHA regulations
may expose the health care worker to risk of infections
and the facility to penalties for noncompliance. With the
development of newer, single-use and more efficacious
PPE, the cost may be significant. Costs do vary markedly
based on product specifications and contractually estab-
lished pricing, but for the most commonly used disposable
gowns, masks, eyewear, and nonsterile gloves, an average
cost of PPE per case is estimated at $5.20 (Table 2). This
estimated cost is based on the assumption that none of the
PPE is reused. Also the cost of PPE per procedure is a
function of the number of wearers and the amount and
type of PPE used per person. The use of these items is an
inherent expense of the safe performance of endoscopy.

A lead apron costs approximately $150.00 to $300.00
and thyroid shields approximately $50.00. Leaded glasses
cost as much as $300.00 depending on the style. There
may also be a finite cost to enhancing the ergonomic
flexibility of the endoscopy lab, particularly with respect to
video monitor positioning and procedure table features.
Ideally, these considerations should be included in design
and construction plans. Proper functioning of endoscope
tip deflection controls is also an important means of avoid-
ing excessive strain and maintenance, and repair costs
should consider this safety measure. From a personnel
standpoint, musculoskeletal injuries can lead to lost time

from work and lost productivity.
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UMMARY

PPE, when used properly, can protect health care per-
onnel from harmful exposure. Attention to special needs
uch as natural rubber latex allergies of both staff and
atients, the liquid barrier performance of gowns, proper
tting, training, and supervision are necessary for proper
se. The selection of appropriate PPE should be individ-
alized to the type and degree of exposure anticipated.
he appropriate use of fluoroscopy in GI endoscopy and
he application of methods to limit both patient and staff
xposure are paramount to maintaining a safe work envi-
onment. Basic ergonomic principles should also be incor-
orated into the practice of endoscopy in an attempt to
inimize the risk of musculoskeletal injury. Ergonomics in
I endoscopy, specifically endoscopic design, is an area

n need of further study.

bbreviations: CDC, Centers for Disease Control and Prevention; FDA,
.S. Food and Drug Administration; OCRA, Occupational Repetitive
ctions; OPIM, other potentially infectious material; OSHA, Occupa-

ional Safety and Health Administration; PPE, personal protective equip-
ent.
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